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INTRODUCTION 

Nature  of  the  Problem: 

Because  combat  is  synonymous  with  bloodshed  and  blood  replacement  saves  lives,  the  US 
Army  Medical  Research  and  Material  Command  maintains  facilities  and  programs  to  develop 
improved  blood  products  and  blood  substitutes. 


The  Background  of  the  Previous  Work: 

General:  The  US  Army  has,  for  decades,  conducted  research  in  red  blood  cell 
preservation  and  the  production  of  acellular  hemoglobin  solutions  for  use  in  combat  casualty 
care.  From  1974  through  1992,  that  research  took  place  at  the  Letterman  Army  Institute  of 
Research  (LAIR)  located  at  the  Presidio.  The  LAIR  facility  was  closed  as  the  result  of  Base 
Realignment  and  Closure  actions  and  the  Blood  Research  Detachment  was  relocated  to  leased 
laboratory  space  at  1413  Research  Blvd.,  Rockville,  Maryland.  On  19  September  1994  The 
Bionetics  Corporation  (TBC)  was  awarded  a  contract  to  operate  and  maintain  equipment  and 
provide  technical  support  to  the  Blood  Research  Detachment.  For  the  purposes  of  this  report, 
contract  activities  will  be  divided  into  3  categories.  The  first  was  a  Hemoglobin  Production 
Facility  (HPF)  which  consists  largely  of  installed,  custom  made  equipment,  most  of  which  was 
located  in  a  class  10,000  clean  room.  TBC  assembled  a  team  of  4  full-time  and  1  part  time 
employees  to  operate  and  maintain  all  equipment  associated  with  those  activities.  From  April  into 
September  1996,  the  HPF  contract  staff  was  supplemented  by  one  part-time  active  duty 
technician.  Integral  to  the  operation  of  the  HPF  was  an  analytical  chemistry  laboratory  which 
provides  the  quality  control  and  characterization  testing  of  the  hemoglobin  solutions.  This 
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activity  will  be  referred  to  as  Quality  Control  (QC)  within  this  report  and  was  supported  by  1  full¬ 
time  and  1  part  time  employee.  The  third  category  of  activity  supported  was  blood  cell 
preservation  research.  This  activity  was  encompassed  within  the  Blood  Storage  Laboratory 
(BSL),  and  a  fully  equipped  red  cell  research  laboratory  staffed  by  3  full-time  employees.  The 
Blood  Banking  Specialist  member  of  this  team  is  also  the  Project  Manager.  The  entire  contract 
effort  was  supported  by  a  part-time  secretary. 

In  February  1996,  the  US  Navy  assumed  funding  and  programmatic  guidance  for  the  HPF 
only.  Navy  funding  continued  until  the  completion  of  the  contract  base  period,  20  September 
1996,  at  which  time  activities  related  to  the  HPF  and  associated  QC  functions  were  terminated 
and  the  facility  closed.  Red  cell  preservation  research  continued  uninterrupted  with  US  Army 
funding  into  the  first  contract  option. 

HPF;  The  production  of  acellular  hemoglobin  solutions,  for  which  the  HPF  was 
designed,  is  based  on  biochemical  modification  of  stroma-free  hemoglobin  as  described  in  the 
literature.  The  modified  hemoglobin,  or  the  unmodified  intermediate,  is  purified  and 

suspended  in  a  crystalloid  solution,  dispensed  into  plastic  bags  and  frozen  at  -80°C.  Alternatively, 
the  hemoglobin  solution  can  be  encapsulated  in  liposomes^’*,  thereby  more  closely  mimicking  the 
red  blood  cell  and  the  physiological  state. 


BSL:  The  maximum  shelf  life  of  red  blood  cells  stored  at  refrigerator  temperatures  using 
the  currently  Food  and  Drug  Administration  (FDA)  licensed  anticoagulant,  preservative  solutions 
is  42  days  after  collection.  Work  by  Merriman  et.  aV'^  and  Greenwalt,  Dumaswala  and 
colleagues  indicates  potential  for  extended  storage.  It  is  estimated  that  1  million  units  of  blood 
expire  per  year  in  the  United  States  and  one-third  of  what  is  expired  and  discarded  would  be  used 
if  expiration  were  extended  to  8  weeks  Extended  shelf-life  of  liquid  stored  blood  would  have 
significant  utility  to  the  Armed  Services  Blood  Program  as  it  supports  the  Department  of  Defense 
blood  transfusion  requirements  world-wide. 
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The  Purpose  of  the  Present  Work: 

HPF:  The  purpose  of  the  present  work  is  to  produce  150  liters  per  year  of  a  highly 
purified,  well  characterized  acellular  hemoglobin  solutions.  The  material,  in  turn,  is  used  by  the 
government  to  support  further  research  to  define  the  mechanisms  of  toxicity  of  blood  substitutes 
and  complete  evaluation  for  potential  Phase  I  and  Phase  n  clinical  trials  and  eventual  commercial 
development  Second,  the  Navy’s  hemoglobin  liposome  encapsulation  process,  described  above, 
was  duplicated  in  preparation  for  scaling  to  manufacturing  in  larger  quantities.  A  third  purpose  is 
to  further  refine  and  optimize  the  existing  hemoglobin  production  process  to  understand  industrial 
issues. 


QC:  The  Quality  Control  laboratory  supports  the  in-process  and  product  release  testing 
needs  of  the  HPF. 

BSL:  The  Blood  Storage  Laboratory  evaluates  the  effectiveness  of  novel  candidate  red 
blood  cell  anticoagulant  preservative  solutions  and  liquid  storage  strategies  and  their  potential  for 
further  development  in  conjunction  with  the  physicians  and  basic  scientists  in  the  BRD,  WRAIR. 


METHODS 

HPF:  The  overall  method  was  to  continually  evaluate  current  operations  and  apply  the 
combined  team  experience  and  training  to  bringing  operations  into  close  or  full  compliance  with 
current  Good  Manufacturing  Practices  (cGMP)‘^  and  identify  opportunities  for  process 
improvement.  Compliance  with  cGMP's  is  necessary  for  Phase  I  &  II  developmental  therapeutic 
drugs  and  devices  and  is  the  basis  for  providing  assurance  that  the  system  will  consistently 
produce  a  hemoglobin  product  meeting  the  determined  specifications  and  quality  desired. 
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Activities  focused  on  five  areas:  documentation,  equipment  repair  and  maintenance,  process 
improvement,  the  production  of  new  products  and  preparation  for  HPF  shut-down. 

Documentation:  In  accordance  with  cGMP's,  the  system  for  tracking,  documenting  and 
reviewing  all  protocols  and  processes,  hereafter  referred  to  as  Standard  Operating 
Procedures  (SOP's),  established  in  the  initial  contract  period  was  expanded  and  refined. 

Equipment  Repair  and  Maintenance:  The  preventive  maintenance  program  of  all  critical 
and  high  value  equipment,  established  during  the  first  contract  year,  was  refined  and 
expanded. 

Process  Improvement/Optimization:  Additional  opportunities  for  process  improvement 
and  optimization  were  identified  by  comparing  the  existing  manufacturing  process  to 
procedures  and  techniques  commonly  used  by  industry.  All  procedures  from  cleaning  the 
surfaces  and  equipment  to  filling  the  final  container  were  examined.  Six  significant 
process  changes  were  incorporated  during  this  period,  three  of  which  incorporated  the  use 
of  compressed  air  in  place  of  pumping  to  move  material  at  three  distinct  stages  in  the 
manufacturing  process.  Details  of  the  process  changes  are  included  in  the  Results  section. 

QC:  In  the  Quality  Control/Analytical  Chemistry  Laboratory,  assays  were  modified  to  fit 
the  needs  of  the  HPF  and  to  conform  with  GMP’s  and  industry  standards  of  practice*’  and  to 
adapt  to  the  requirements  of  the  new  products  being  produced,  principally  the  lipisome 
encapsulated  hemoglobin  (LEH).  Modified  methods  were  tested  and  documented  as  Standard 
Operating  Procedures.  In  addition,  all  assays  performed  by  a  reference  laboratory  were  reviewed 
for  possible  in-house  testing. 

The  QC  laboratory  initiated  a  two-faceted  stability  study  of  the  cross-linked  hemoglobin 
produced  by  our  facility.  The  methemoglobin,  pH,  p50,  free  iron,  endotoxin  and  percent  cross- 
linking  as  determined  by  HPLC  were  monitored  over  time  on  samples  stored  at  room 
temperature,  refrigerator  temperature  and  freezer  temperature.  The  first  facet  of  the  study 
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examined  hemoglobin  that  had  been  manufactured  earlier;  the  second  facet  examined  freshly 
prepared  cross-linked  hemoglobin, 

HPF/QC  Laboratory  Shutdown:  In  preparation  for  termination  of  the  HPF  portion  of  the 
contract,  a  set  of  activities  related  to  preparing  the  HPF  for  indefinite  shutdown  was  initiated. 
Discussions  were  initiated  with  the  COR  as  soon  as  it  was  apparent  the  HPF  operation  was  not 
being  funded.  The  COR,  along  with  members  of  the  Hemoglobin  Production  Committee,  guided 
the  process.  The  shutdown  actions  focused  on  consolidation  and  organization  of  records, 
inventory  of  accountable  equipment,  partial  disassembly  of  the  cross-flow  filtration  apparatus, 
installation  of  a  refrigeration  monitoring,  alarm  system,  completing  SOP  documentation,  and 
deactivating  the  specialized  utility  systems  supporting  the  HPF. 

BSL:  The  laboratory  utilizes  an  array  of  pertinent  in  vitro  and  in  vivo  tests.  The  in  vitro 
assays  developed  were  those  classically  used  in  the  evaluation  of  the  red  cell  storage  lesion.  The 
laboratory  is  also  capable  of  performing  in  vivo  red  cell  survival  studies.  The  measure  of  efficacy 
specified  by  the  FDA  is  the  24  hour  survival  of  stored  red  blood  cells.  This  is  measured  by 
recovering  ^*Cr  labeled  stored  red  blood  cells  from  a  circulatory  volume  precisely  determined 
using  ^Tc  labeled,  fresh  red  blood  cells.  The  mean  survival  of  the  stored  cells  must  be  at  least 
75%  and  the  hemolysis  less  than  1,0  %  in  order  to  be  acceptable  for  licensure  by  the  Food  and 
Drug  Administration  (FDA). 

Two  protocols  were  initiated  during  this  reporting  period;  both  protocols  under  terms  of  a 
cooperative  research  and  development  agreement  (CRD A)  with  the  MEDSEP  Division  of  the 
PALL  Filter  Corporation.  Protocol  #572  evaluated  an  experimental  system  incorporating  a  new 
formulation  of  chemicals  already  approved  by  the  FDA  for  blood  storage,  AS  24,  and  integral 
white  blood  cell  removal  filter.  The  major  differences  of  AS  24  compared  to  already  licensed 
solution  is  the  presence  of  13.0  mM  mannitol,  elimination  of  chloride  and  reduction  of  tonicity. 
The  white  ceU  removal  filter  is  incorporated  to  reduce  cytokine  mediated  red  blood  cell  injury*'* . 
The  FDA  approved  AS  3  solution,  unfiltered,  was  the  control. 
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Protocol  #591  evaluates  a  second  experimental  system  which  also  incorporated  a  white 
cell  removal  filter  with  the  AS  3  solution.  In  addition  the  system  was  reconfigured  by  relocating 
the  white  cell  filter  for  filtration  of  the  whole  blood  rather  than  filtration  of  the  packed  red  blood 
cells,  as  was  the  case  in  the  system  used  in  protocol  #572  system.  The  protocol  also  evaluates  the 
effect  of  mixing  during  the  storage  period.  Unfiltered  AS  3  collected  cells  are  also  the  control  for 
protocol  #591.  Test  units  were  stored  for  8  weeks;  control  units  for  6  weeks. 

A  separate  study  to  evaluate  the  effect  of  short-term  (one  day)  storage  of  packed  red 
blood  cells  at  room  temperature,  25“C,  was  also  initiated.  Eight  sets  of  three  CPDA-1  units  of 
identical  blood  group  were  pooled,  mixed  and  split  into  three  equal  aliquots.  One  aliquot,  the 
control,  was  stored  continuously  at  2-6°C  for  six  weeks.  The  second  aliquot,  test  unit  1,  was 
stored  at  2-6®C  except  for  a  24  hour  period  during  the  day  7  of  storage  when  it  was  placed  in  a 
25‘’C  incubator.  The  third  aliquot,  test  unit  2,  was  treated  the  same  as  test  unit  1  except  the  room 
temperature  exposure  occurred  at  day  21  of  storage. 

In  addition,  the  BSL  also  initiated  a  study  to  monitor  red  blood  cell  deformability  and 
membrane  fluidity  by  ektacytometry.  Ektacytometry  measures  the  resistance  to  a  controlled  shear 
force. 


RESULTS 

General  and  Administrative:  A  copy  of  the  Table  of  Contents  for  the  SOP's  which  have 
been  written  thus  far  for  all  contract  operations  is  attached  as  Appendix  1.  Ninety-one  SOP's  are 
completed;  an  additional  22  are  in  some  intermediate  stage  of  preparation.  Forty-six  SOP’s 
relate  to  BSL  activities  and  six  to  general  and  administrative  matters;  the  remaining  39  relate  to 
HPF  operation. 

HPF:  A  total  of  106.42  liters  of  hemoglobin  solution  containing  1 1.32  kg  hemoglobin 
was  produced  which  met  or  exceeded  the  specifications.  Appendix  2  is  an  account  of  all 
hemoglobin  manufactured  at  the  WRAIR  facility  under  contract  DAMD94-C-4154.  The  five 
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lots  of  cross-linked  hemoglobin  were  aU  tested  for  12  analytes.  A  summary  of  results  for  each 
analysis  is  as  follows; 


SUMMARY  OF  FINAL  PRODUCT  TESTING  -  FISCAL  YEAR  1996 


Assav 

Units 

Cross  Linked  Hb 

Total  Hemoglobin 

g/dl 

7.76  -  23.7 

Met  Hemoglobin 

% 

2.78  -  5.08 

P50 

Ton- 

25.8-31.75 

FPLC 

% 

>95% 

HPLC 

% 

>95% 

pH 

NA 

7.05-7.45 

Osmolarity 

mOsm 

281-295 

Free  Iron 

mol  Fe/mol  Heme 

4.45  -  35.65 

Phospholipid 

pg/ml 

0.03  - 12.8 

LAL 

Eu/ml 

0.125-0.5 

Sterility 

Pass/Fail 

PASS 

Pyrogen 

Pass/Fail 

PASS 

Abbreviations: 

FPLC  =  fast  protein  liquid  chromatography 
HPLC  =  high  performance  liquid  chromatography 
LAL  =  limulus  amebocyte  lysate 
Eu  =  Endotoxin  Units 

The  Certificates  of  Analysis  for  each  lot  of  material  produced  under  contract,  data 
summarized  above,  are  included  in  this  report  at  Appendices  3  through  7.  A  copy  of  the  most 
current  inventory  has  been  attached  as  Appendix  8;  this  inventory  also  includes  materials  other 
than  those  produced  under  contract  and  also  separately  identifies  hemoglobin  manufactured  since 
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10  Febraary  1996  when  the  Navy  began  funding  the  HPF.  During  the  course  of  the  1996 
contract  year,  1251  units  of  expired  packed  red  blood  cells  were  received  for  the  preparation  of 
hemoglobin;  401  units  were  used  to  manufacture  hemoglobin  solution  and  the  remainder  were 
used  elsewhere  in  the  Blood  Research  Detachment  or  discarded.  A  copy  of  the  Blood  Source 
Report  for  both  contract  years  is  attached  as  Appendix  9.  In  addition  to  producing  cross-linked 
hemoglobin,  two  additional  products,  cyanmethemoglobin  and  liposome  encapsulated  hemoglobin 
(LEH)  were  manufactured.  Certificates  of  analysis  for  those  products  are  at  Appendices  10  and 
11. 


A  number  of  process  changes  have  been  incorporated  into  the  HPF  which  have  resulted  in 
both  time  and  cost  savings  from  that  initially  transferred  from  the  LAIR  facility.  These  process 
improvements  have  been  documented  in  a  manuscript.  Appendix  12,  jointly  authored  by  contract 
and  government  personnel  and  submitted  in  September  1996  to  the  peer-reviewed  journal 
Biologicals.  A  summary  of  the  results  is  as  follows.  1)  Purity,  as  reflected  in  the  fractional  yield 
of  the  desired  aaHb  product,  increased  from  60%  to  90+%of  total  hemoglobin  recovered  and 
uncross-linked  hemoglobin  is  virtually  eliminated.  2)  Impurities  such  as  pyrogen,  methemoglobin, 
phospholipid,  and  free  iron  were  reduced.  3)  The  net  yield  of  aaHb  was  increased  from  33%  to 
58%  of  the  starting  Hb  content.  4)  Production  time,  the  use  of  overtime,  the  consumption  of 
expensive  reagents  and  filters,  and  losses  because  of  contamination  have  been  reduced.  As  a 
result,  cost  per  gram  of  aaHb  has  decreased  by  60%. 

A  number  of  process  enhancements  have  been  instituted  since  the  previous  annual  report; 
these  changes  are  outlined  in  table  format  below.  Moving  material  with  compressed  air  at  various 
stages  of  manufacture  rather  than  by  mechanical  pumping,  increased  yield  by  recovering  more  of 
the  void  volumes  in  tubing  and  filters  and  improved  quality  by  reducing  the  mechanical  shear 
stress  inherent  to  peristaltic  pumping. 
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HEMOGLOBIN  PRODUCTION  PROCESS  CHANGES  WHICH  INCREASED 
EFFICIENCY  AND  OPTIMIZED  THE  PROCEDURE 


Area  of  Process  Change 

Process  Change 

Overall  Change 

RBC  Pooling 

Pool  80  units  per  lot  -*  Pool  to  a 
weight  of  20  +/- 1.0  kg 

Control  and 
consistency  in  the 
beginning  step  of  the 
process. 

RBC  Pool  Transfer 

Peristaltic  pump  used  for  transfer  — » 
Compressed  air  used  for  transfer 

Shear  stress  reduction 
on  material. 

Cross  Flow  Processing 
Equipment 

Removed  O.lp  hollow  fiber  filters 
and  eliminated  the  use  of  T-13  from 
the  processing 

Overall  time  savings  of 

4  hours.  Water  and  time 
savings  on  cleaning  on 
day  two  of  production. 
Increase  of  yield.  Cost 
savings. 

Post  Cross  Linking  and  Heat 
Treatment  Steps  Filtration 

Used  1  X  70p  and  4  x  3p  filters  -♦ 
Now  use  3  X  70p  and  2  x  3p  filters 

2  hours  time  savings. 
25%  cost  savings. 

Post  70p  and  3p  Filtration 

Transferred  material  into  a  mobile 
tank  containing  buffer  then 
transferred  through  an  oxygenator 
and  onto  the  cross-flow  using  a 
peristaltic  pump-+  Transfer  material 
directly  through  the  oxygenator  by 
regulating  the  flow  rates  with 
compressed  air 

Shear  stress  reduction 
on  material.  Cost 
savings.  Time  savings  of 
2  hours. 

Terminal  Filtration  from  T-12 

Use  of  peristaltic  pump  -*  Use  of 
compressed  air 

Shear  stress  reduction 
on  material. 
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All  attempts  to  produce  hemoglobin  Ao  were,  disappointingly,  unsuccessful.  Nearly  all  of 
the  difficulties  encountered  were  related  to  preparation  of  a  carboxymethyl  (CM)  cellulose 
chromatography  column.  Resolution  of  the  difficulties  was  complicated  by  a  manufacturer’s 
defect  in  the  material  provided.  Each  time  the  column  was  poured,  it  compressed  excessively 
and  restricted  flow  rates  to  unacceptable  levels.  On  other  attempts,  we  were  unable  to  adequately 
sterilize  the  column.  During  the  process  encountering  and  resolving  each  of  the  difficulties,  we 
learned  a  great  deal  about  how  to  prepare  the  CM  cellulose  by  removing  the  finer  material  before 
pouring  the  column  and  selection  of  agents  to  sterilize  the  poured  column.  In  the  end,  there 
simply  was  not  enough  time  to  complete  a  production  run. 


CK):  As  a  result  of  reevaluating  all  assays  performed  by  reference  laboratories,  the  USP 
specified  testing‘s  for  purified  water  used  in  the  HPF  and  the  final  product  free  iron  testing  were 
shifted  from  a  reference  laboratory  to  on-site  analysis.  These  changes  improved  tum-around-time- 
(TAT),  personnel  utilization  with  either  a  cost  savings  or  no  increase  in  cost.  Water  testing  TAT 
decreased  from  approximately  five  days  to  two  or  less;  free  iron  testing  TAT  decreased  from  three 
to  five  weeks  to  two  or  less. 

The  assumption  of  LEH  production  also  required  modification  of  the  hemoglobin  and 
methemoglobin  assays.  Eventually  an  extraction  with  a  combination  of  solvents  was  determined 
which  released  the  hemoglobin  for  analysis  with  Drabkin’s  reagent^*.  The  conversion  for  a  LAL 
gel  clot  to  a  chromogenic  assay  was  in  process  at  the  time  of  contract  termination. 

The  hemoglobin  stability  study  on  a  freshly  prepared  lot  of  hemoglobin,  lot  960123-00-X, 
was  completed  through  six  months.  The  termination  of  the  contract  prevented  examination  further 
testing.  Results  from  testing  at  25°C,  4°C  and  -80“C  are  contained  in  Appendices  13, 14  and  15 
respectively.  As  expected,  the  hemoglobin  solution  showed  no  significant  changes  at  6  months  if 
stored  at  -80°C,  but  deteriorated  at  warmer  temperatures.  Methemoglobin  formation,  release  of 
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free  iron  and  a  left  shifted  p50  was  most  dramatic  at  room  temperature,  25°C.  Other  parameters 
were  unaffected. 


HPF/QC  Laboratory  Shutdown:  The  third  set  of  activities  was  focused  on  preparing  the 

HPF  for  indefinite  shutdown.  Discussions  were  initiated  with  the  COR  as  soon  as  it  was 

apparent  the  HPF  operation  was  not  being  funded.  The  COR,  along  with  members  of  the 

Hemoglobin  Production  Committee,  guided  the  process.  The  following  actions  were  taken. 

►  All  manufacturing  and  quality  control  records,  including  those  from  LAIR,  were 
consolidated  and  organized.  This  wiU  facilitate  retrieval  of  data  on  material  either  in 
storage  or  for  material  which  is  in  the  hands  of  investigators.  The  existence  of  complete 
and  well  organized  records  is  especially  critical  in  the  event  it  is  necessary  to  identify  an 
affected  lot  because  of  an  HIV  look  back. 

►  On  17  September,  all  accountable  equipment  was  inventoried  and  results  of  the  inventory 
given  to  the  COR. 

►  The  cross-flow  filtration  apparatus  was  partially  disassembled.  The  reasons  for 
disassembling  were  to  completely  drain  any  liquid  from  the  system  which  could  be  a  site 
for  bacterial  or  fungal  growth,  and  to  open  seals  which  would  fuse  over  time  making 
disassembly  and  reassembly  problematic.  Photographs  were  taken  prior  to  disassembly  and 
the  loose  parts  were  labeled  and  placed  in  the  walk-in  refrigerator. 

►  All  keys  were  assembled,  labeled,  and  placed  in  a  key  box  which  was  given  to  the  COR. 

►  All  chemicals  were  removed  from  the  plant  and  relocated  to  the  chemical  storage  room. 

►  A  monitoring  system  was  purchased  to  notify  the  government  staff  of  any  refrigeration 
failure  in  any  of  the  six  freezers  containing  hemoglobin  inventory. 

►  All  draft  SOP’s  for  the  HPF  and  QC  laboratory  were  either  finalized  or  retyped  and 
consolidated  with  the  file  copies  of  all  the  completed  SOP’s.  These  SOP’s  will  be  a 
valuable  resource  for  any  staff  which  attempts  to  restart  the  HPF. 

►  The  high  volume  water  purification  apparatus  was  drained  and  resin  beds,  provided  by  the 
vendor  who  maintained  the  unit,  were  removed.  The  reason  for  draining  the  system  was  to 
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remove  any  stagnant  water  which  would  be  a  place  for  potential  contamination.  Once 
contaminated,  restarting  the  unit  would  become  a  much  more  difficult  task. 

►  The  chiller,  steam  generator,  air  compressor  and  air  drying  unit  were  shut  down  according 
to  manufacturers’  directions. 

►  The  clean  room  micro-filtration  system  received  a  preventive  maintenance  check  by  the 
firm  which  had  been  providing  maintenance  and  certification  during  the  past  two  years. 


BSL:  Preliminary  results  for  the  studies  either  completed  this  year  or  stiU  in  progress  at 
the  conclusion  of  the  FY  are  as  follows: 

Protocol  #  572:  Eleven  volunteers  completed  the  study.  Double-labeled  24  hour  post¬ 
transfusion  survival  for  the  filtered  AS  24  test  units  averaged  64%  with  a  range  of  52-83  %.  AS  3 
control  unit  24  hour  post-transfusion  survival  averaged  77.2%  and  ranged  from  70-  95%  among 
the  1 1  reinfusions  evaluated.  Mean  hemolysis  for  the  test  units  was  0.312%  (0.158-0.680%)  and 
0.493%  (0.171-1.062%)  for  the  controls. 

Protocol  #  591;  Thirteen  volunteers  completed  the  first  phase  of  the  study  which  evaluated 
unmixed  storage.  Double-labeled  24  hour  post-transfusion  survival  for  the  filtered  AS  3  test  units 
stored  for  eight  weeks  averaged  76.6%  with  a  range  of  60-75  %.  AS  3  control  unit  24  hour  post¬ 
transfusion  survival  averaged  77.2%  and  ranged  from  69-84%  after  six  weeks  of  storage.  Mean 
hemolysis  for  the  test  units  was  0.207%  (0.082-0.399%)  and  0.493%  (0.23-1.795%)  for  the 
controls. 

Short-term  room  temperature  storage  protocol:  Control  units  has  higher  ATP  and  glucose 
levels,  less  hemolysis  and  equivalent  red  cell  morphology  scores  than  test  units.  Warmed  units 
(test  units)  had  adequate  ATP  and  glucose,  equivalent  hemolysis  and  better  morphology  scores  at 
day  28  than  control  units  at  day  35.  Red  cell  morphology  scores  improved  dramatically 
immediately  after  warming  of  test  units  at  day  21,  but  dropped  sharply  in  the  post  warming  period. 

Ekatcytometry:  Insufficient  data  has  been  collected. 
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DISCUSSION 


HPF:  The  HPF  was  fully  operational  with  a  trained  and  experienced  staff  until  20 
September  1996,  the  day  funding  for  HPF  activity  was  terminated.  The  hemoglobin  solution 
produced  met  or  exceeded  specifications  for  quality  and  purity.  The  cumulative  volume  of 
hemoglobin  produced  is  skewed  by  the  deliberate  production  of  a  highly  concentrated  lot, 
#960709.  The  concentration  was  increased  to  enhance  the  amount  of  hemoglobin  protein 
incorporated  during  lipisome  encapsulation.  The  hemoglobin  concentration  of  this  lot,  23.7  gm/dl, 
was  nearly  2.5  times  the  usual  concentration  of  8  to  10  gm/dl  and  was  achieved  without  significant 
degradation  in  quality. 

The  versatility,  adaptability  and  capability  of  the  staff,  facility  and  process  were 
dramatically  demonstrated  in  the  production  of  the  new  products,  LEH  and  cyanmethemoglobin. 
There  is  no  reason  to  believe  the  difficulties  encountered  in  producing  hemoglobin  would  not 
also  have  been  overcome  with  a  reasonable  amount  of  time. 

Processes  improvements  instituted,  both  in  the  first  and  second  years  of  operation, 
significantly  improved  quality  and  yield  of  the  final  product  and  reduced  labor  required  to  produce 
a  lot  of  hemoglobin  solution  when  compared  with  operations  when  the  HPF  was  at  LAIR. 


QC:  The  Quality  Control  laboratory  continued  to  support  the  evolving  needs  of  the  HPF 
for  support  of  in-process  operation  of  the  HPF  and  final  product  characterization.  Methods  were 
developed  and/or  adapted  to  testing  new  products,  most  notably  the  LEH.  The  effectiveness  and 
efficiency  of  the  operation  was  improved  by  the  shifting  of  some  assays  from  testing  at  a  reference 
laboratory  to  on-site  testing. 

The  hemoglobin  produced  by  the  HPF  appears  to  be  unaffected  by  -80®C  storage  for  6 
months  and  probably  longer.  However,  oxidation,  as  monitored  by  methemoglobin  formation 
exceeds  10%  within  2  weeks  at  room  temperature  and  within  2  months  when  stored  at  4®C.  This 
confirms  earlier  published  research  which  examined  different  formulations  of  biochemically 
modified  and  Ao  hemoglobin’®. 
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BSL:  The  two  candidate  red  cell  collection  and  storage  systems  evaluated  to  date  do  not 
appear  to  provide  the  minimum  75%  24-hour  post-transfusion  survival  required  by  the  FDA 
licensure.  Hemolysis  is  well  within  the  maximal  allowed. 

The  red  cell  warming  study  yielded  an  intriguing  finding  of  dramatically  improved 
morphological  scores  immediately  after  warming  late  in  the  storage  period.  Whether  this 
observation  represents  an  improvement  in  red  cell  viability  mediated  by  rejuvenation  of  membrane 
metabolic  processes  or  merely  a  testing  artifact  will  require  further  investigation.  The  equivalent 
results  of  warmed  units  at  day  28  when  compared  to  control  units  at  day  35  confirms  unpublished 
results  using  CPD  collected  red  cells*’  which  suggested  a  day  at  room  temperature  accelerated  the 
storage  lesion  by  a  week,  i.e.,  if  the  red  cells  are  stored  at  room  temperature  for  a  day,  the  useful 
shelf-life  of  the  unit  is  reduced  one  week. 

Taken  together,  the  ambiguity  of  the  results  for  the  two  red  cell  survival  studies  and  the 
warming  study  indicate  a  need  to  explore  more  basic  questions  related  to  red  cell  senescence  and 
the  lesion  of  refrigerated  storage. 


CONCLUSION: 

The  contract  staff  has  supported  the  BRD  by  operating  and  maintaining  the  HPF  and 
producing  well  characterized,  high  quality  hemoglobin  solutions  in  quantities  which  met  the 
contract  requirements.  Staff  were  fully  trained  and  the  necessary  quality  control  and 
documentation  systems  were  in  place  to  support  both  existing  and  new  requirements.  Substantial 
additional  progress  was  made  toward  process  improvement  and  cGMP  compliance.  The  BSL  staff 
has  likewise  established  the  required  assays  and  procedures  to  support  blood  preservation 
research.  Staff  are  trained  and  systems  are  in  place  which  supported  specific  red  cell  survival 
protocols.  The  BRD  mission  has  been  supported. 
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APPENDIX  2 


HEMOGLOBIN  PRODUCTION  FACILITY 
HEMOGLOBIN  PRODUCTION 
FISCAL  YEAR  1996 


Lot# 

Final 

Concentration 

(gm/dl) 

Yield 

(kg) 

Total 

Hemoglobin 

(gm) 

951114 

9.21 

15.44 

1422 

960123 

7.85 

30.22 

2372 

960416 

9.57 

23.2 

2220 

960507 

11.14 

29.1 

3242 

960709 

23.7 

8.1 

2068 

Totals 

106.04 

11320 
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APPENDIX  3 


CERTIFICATE  OF  ANALYSIS 
FINAL  CONTAINER 
CROSS  LINKED  HEMOGLOBIN 


LOT  #:  951114-00-X 


ASSAY 

RESULT 

Total  Hemoglobin 

9.21  g/dl 

Met  Hemoglobin 

4.00  % 

P50 

25.8  Torr 

FPLC 

>95% 

HPLC 

>95  % 

pH 

7.24 

Osmolality 

287  mOsm 

Free  Iron 

35.65  pg/ml 

Phospholipids 

12.8  pg/ml 

LAL 

0.25  EU/ml 

Sterility 

PASS 

PxTOgen 

PASS 
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APPENDIX  4 


CERTIFICATE  OF  ANALYSIS 
FINAL  CONTAINER 
CROSS  LINKED  HEMOGLOBIN 


LOT  #;  960123-00-X 


ASSAY 

RESULT 

Total  Hemoglobin 

7.85  g/dl 

Met  Hemoglobin 

3.53  % 

P50 

26.0  Torr 

FPLC 

>95  % 

HPLC 

>95  % 

pH 

7.21 

Osmolality 

288  mOsm 

Free  Iron 

4.45  pg/ml 

Phospholipids 

1.25  pg/ml 

LAL 

0.25  EU/m! 

Sterility 

PASS 

Pyrogen 

PASS 
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APPENDIX  5 


CERTIFICATE  OF  ANALYSIS 
FINAL  CONTAINER 
CROSS  LINKED  HEMOGLOBIN 


LOT  #;  9604I6-00-X 


ASSAY 

RESULT 

Total  Hemoglobin 

7.76  g/dl 

Met  Hemoglobin 

3.80  % 

P50 

3L75TorT 

FPLC 

>95  % 

HPLC 

>95  % 

pH 

7.05 

Osmolarity 

281  mOsm 

Free  Iron 

4.71  pg/ml 

Phospholipids 

0.3  pg/ml 

LAL 

0.125  EU/ml 

Sterility 

PASS 

Pyrogen 

PASS 
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APPENDIX  6 


CERTIFICATE  OF  ANALYSIS 
FINAL  CONTAINER 
CROSS  LINKED  HEMOGLOBIN 


LOT  #:  960507-00-X 


ASSAY 

RESULT 

Total  Hemoglobin 

7.86  g/dl 

Met  Hemoglobin 

2.78  % 

^50 

29.5  Torr 

FPLC 

>95  % 

HPLC 

>95  % 

pH 

7.45 

Osmolarity 

282  mOsm 

Free  Iron 

5.78  pg/ml 

Phospholipids 

0.9  pg/ml 

LAL 

0.5  EU/ml 

Sterility 

PASS 

Pvrosen 

PASS 
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APPENDIX  7 


CERTIFICATE  OF  ANALYSIS 
FINAL  CONTAINER 
CROSS  LINKED  HEMOGLOBIN 


LOT  #;  960709-01-X 


ASSAY 

RESULT 

Total  Hemoglobin 

23.70  g/dl 

Met  Hemoglobin 

5.08  % 

P50 

29.5  Torr 

FPLC 

>95% 

HPLC 

>95% 

pH 

7.31 

Osmolality 

297  mOsm 

Free  Iron 

14.92  pg/m! 

Phospholipids 

0.54  pg/ml 

LAL 

0.25  EU/ml 

Sterility 

PASS 

Pyrogen 

PASS 

Particles  (Informational  Purposes  Only) 

^lOpm  particles 
>25pm  particles 

Project  Manager: _ / 


9]  panicles/ml 
3  particies/ml 


APPENDIX  8 


HEMOGLOBIN  INVENTORY 


TYPE 

LOT# 

VOLUME  (liters) 

FORMULATION 

Ao 

Hemosol 

US94HP01 

5.65 

HemAzero 

Stroma  Free 

-♦ 

950111-00-S 

9.12 

Phosphate 

-♦NRL 

950808-00-S 

9.53 

Saline 

Cross  Linked 

92134 

300  ml  (1  X  300ml) 

Phosphate 

92141 

2.5 

CnMet 

-♦ 

950207-00-X 

9.0 

RA 

■4 

950314-00-X 

10.5 

RA 

-4 

950404-00-X 

6.12 

RA 

-4 

951114-00-X 

14.3 

RA 

-4 

960123-00-X 

26.21 

RA 

-4  ✓ 

960416-00-X 

21.334 

RA 

✓ 

960507-00-X 

27.65 

RA 

960829-00-C 

3.98 

CnMet 

“♦  Inventory  manufactured  under  contract  DAMD17-94-C-4154. 
^  Inventory  manufactured  under  Navy  MRDC. 


1 6  September  96 
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APPENDIX  10 


CERTIFICATE  OF  ANALYSIS 
FINAL  CONTAINER 
CYANMET  HEMOGLOBIN 


LOT  #;  960829-00-C 


ASSAY 

RESULT 

Total  Hemoglobin 

9.24  g/dl 

Met  Hemoglobin 

2.08  % 

CyanMet  Hemoglobin 

97.8  % 

Free  Iron 

1.1  gg/ml 

Osmolality 

67  mOsm 

LAL 

<0.06  Eu/ml 

Sterility 

Not  Done 

APPENDIX  11 


CERTIFICATE  OF  ANALYSIS 
FINAL  CONTAINER 

LIPOSOME  ENCAPSULATED  HEMOGLOBIN 


LOT  #:  960903-00-L 


ASSAY 

RESULT 

Total  Hemogjobin 

9.66g/dl 

Met  Hemoglobin 

32.98-% 

Hematocrit 

14.75  % 

p50 

29.75  Ton- 

Phospholipid 

2.49  mg/ml 

Sterility 

Not  Done 
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APPENDIX  12 


An  Improved  Process  for  the  Production  of  Sterile 
Modified  Hemoglobin  Solutions 


Frank  A.  Highsmith/  Christine  M.  Driscoll,’  Brian  C.  Chung,’  Mark  D.  Chavez,^  Victor  W. 
Macdonald,^  James  M.  Manning,^  Lloyd  E.  Lippert,’  Robert  L.  Berger,^  John  R.  Hess*^ 
'The  Bionetics  Corporation,  Rockville,  MD,  ^The  Blood  Research  Detachment  of  the  Walter 
Reed  Army  Institute  of  Research,  Washington,  DC,  and  ^he  Rockefeller  University,  New  York, 

NY. 


The  opinions  expressed  herein  are  the  private  views  of  the  authors,  and  are  not  to  be  construed  as 
official  or  as  reflecting  the  views  of  the  U.S.  Department  of  the  Army  or  of  the  U.S.  Department 
of  Defense. 

*To  whom  correspondence  should  be  addressed:  Col.  .lohn  R.  Hess.  M.D..  Waller  Reed  Army 
Institute  ol  Research.  Blood  Research  Detachment.  Washington  DC  20307-5100. 
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Abstract 


The  process  for  manufacturing  bulk  quantities  of  sterile  solutions  of  human  hemoglobin  (Hb) 
cross-linked  between  the  alpha  chains  (aaHb)  with  bis-(3,5-dibromosalicyl)  fumarate  (DBBF) 
was  modified  to:  1)  improve  product  purity  2)  increase  product  yield  3)  eliminate  non-U.S.P. 
materials  4)  reduce  reagent  costs  and  5)  reduce  production  time.  These  process  modifications 
were  the  results  of  increased  scientific  understanding  of  the  Hb  cross-linking  chemistry  and  were 
in  the  form  of  engineering  and  procedure  controls  that  reflect  current  good  manufacturing 
practices  (cGMP).  Purity,  as  reflected  in  the  fractional  yield  of  the  desired  aaHb  product,  has 
increased  from  60%  to  90+%  of  total  Hb,  and  uncross-linked  Hb  was  virtually  eliminated. 
Impurities  such  as  pyrogens,  methemoglobin,  phospholipid,  and  free  iron  were  reduced.  The  net 
yield  of  aaHb  was  increased  from  33%  to  58%  of  starting  Hb  content.  Production  time,  the  use 
of  overtime,  the  consumption  of  expensive  reagents  and  filters,  and  losses  because  of 
contamination  have  all  been  reduced.  As  a  result,  cost  per  gram  of  aaHb  produced  has  decreased 
60%.  With  this  improved  process,  efficient  production  of  very  pure  aaHb  is  possible. 

Key  words:  blood  substitutes,  blood  products,  bis(3,5-dibromosalicyl)fumarate,  cross-linked 
hemoglobin,  protein  purification,  good  manufacturing  practice 
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•» 


I.  Introduction 

The  U.S.  Army  produces  kilogram  quantities  of  modified  hemoglobin  from  outdated 
human  red  blood  cells  to  support  research  in  the  development  of  red  blood  cell  substitutes.  The 
Army  seeks  a  blood  substitute  to  serve  as  a  universal  oxygen-carrying  resuscitation  fluid  on  the 
battlefield.  Hemoglobin,  with  its  high  oxygen  carrying  capacity,  moderate  colloid  osmotic 
activity,  and  low  antigenicity,  is  the  most  likely  candidate  blood  substitute  material.*  Volumes 
greater  than  100  liters  per  year  of  sterile  10  g/dl  hemoglobin  solutions  are  required  to  support  this 
ongoing  research  and  development  process.  The  total  volume  is  large  because  the  safety  and 
efficacy  testing  of  resuscitation  fluids  require  the  infusion  of  substantial  volumes  of  the  material. 
Further,  the  manufacture  of  a  major  derivative  product,  a  liposome  encapsulated  hemoglobin,  is 
only  15%  efficient  and  requires  large  volumes  of  starting  material.^  Additional  volumes  of  the 
hemoglobin  are  used  for  research  into  several  types  of  brain  injury  and  for  basic  studies  of 
hemoglobin  function  and  modification.^’ 

The  Army’s  original  hemoglobin  production  facility  was  built  at  the  Letterman  Army 
Institute  of  Research  (LAIR)  on  the  Presidio  of  San  Francisco  in  1990.  Descriptions  of  the 
original  process  and  product  have  been  published.^  In  1993,  with  the  closure  of  the  Letterman 
Institute,  the  facility  was  moved  to  the  Walter  Reed  Army  Institute  of  Research  (WRAIR)  and 
reestablished.  The  facility  was  rebuilt  by  a  civilian  engineering  firm,  brought  to  operation  by 
Army  personnel,  and  then  turned  over  to  an  industrial  operating  company  for  continued  operation 
and  maintainance. 

To  understand  the  rationale  for  the  process  of  hemoglobin  recovery,  modification,  and 
purification,  a  brief  discussion  of  the  biochemistry  and  physiology  of  hemoglobin  is  necessary. 
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Hemoglobin  is  the  primary  oxygen  carrier  in  all  higher  animals.  Normally,  it  is  present  in  red 
blood  cells,  which  provide  the  environment  necessary  for  its  proper  function  and  protect  the 
hemoglobin  from  degradation.  Hemoglobin  is  a  classic  allosteric  protein  in  that  a  ligand  or 
effector  molecule  binding  at  one  site  on  the  hemoglobin  can  change  the  binding  of  ligands  at 
other  sites.®  When  the  hemoglobin  molecule  binds  oxygen,  it  changes  conformation.  Low 
affinity  deoxyhemoglobin,  with  four  potential  oxygen  binding  sites,  turns  into  higher  affinity 
partially  liganded  oxyhemoglobin.  In  this  way,  oxygen  affinity  increases  with  each  subsequent 
oxygen  molecule  bound,  an  effect  called  cooperativity.  This  cooperativity  is  delicately  balanced 
to  allow  blood  to  saturate  with  oxygen  in  the  lung  and  yet  unload  the  oxygen  as  oxygen  partial 
pressures  decline  in  the  tissues.  Cooperativity  is  usually  visualized  as  the  sigmoid  curve  that 
relates  oxygen  partial  pressure  to  the  fractional  saturation  of  hemoglobin.  It  is  often  expressed  as 
a  logarithmic  function  of  the  slope  of  the  curve  (the  Hill  number)  at  the  point  where  the 
hemoglobin  is  50%  saturated  (the  P50).’ 

In  the  red  blood  cell,  hemoglobin  oxygen  affinity  is  regulated  by  H"^,  CO2,  Cl',  and  2,3- 
diphosphoglycerate  (2,3-DPG).  2,3-DPG  is  the  most  important  of  these  effectors  in  normal  cells, 
stabilizing  the  deoxy-  form  and  reducing  the  oxygen  affinity.  When  hemoglobin  is  removed 
from  red  blood  cells,  most  of  the  2,3-DPG  and  COj  disperse.  Without  these  effectors,  the  oxygen 
affinity  rises  as  seen  in  the  decrease  in  the  P50  from  27  Torr  to  10  Torr.  Cooling  further  reduces 
the  affinity  of  hemoglobin  stripped  of  effectors  from  a  P50  of  10  Torr  at  37°C  to  4  Torr  at  5°C.* 
The  unloading  of  oxygen  then  becomes  difficult  because  of  the  small  partial  pressure  gradient 
available  to  drive  it  away. 

Structurally,  native  hemoglobin  is  a  tetramer  composed  of  two  alpha  globin  and  two  beta 
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globin  chains  (aaPP).  Each  individual  globin  protein  chain  is  folded  to  surround  an  iron- 
containing  heme  group  where  oxygen  is  bound  and  released.  The  folding  of  the  monomers  and 
their  assembly  into  a  tetramer  are  all  controlled  by  noncovalent  interactions.  These  interactions 
are  weakest  between  the  like  globin  chains,  so  hemoglobin  tetramer  is  in  rapid  equilibrium  with 
the  low  concentrations  of  heterodimer  [aaPP  <=>  2(aP)]’’‘®  (Figure  la).  Within  the  red  blood 
cell,  heterodimers  are  retained  and  rapidly  reassociate  back  to  tetramer.  Outside  the  red  blood 
cell,  the  free  heterodimer  is  not  desirable  because  it  is  filtered  and  accumulated  by  the  kidney 
causing  renal  damage.  Even  the  unmodified  tetramer  is  also  not  desirable  in  the  circulation 
because  it  dissociates  into  heterodimers  and  because  unmodified  tetramer  binds  oxygen  more 
avidly  and  less  cooperatively  than  normal  blood. 

In  manufacturing  a  hemoglobin-based  blood  substitute,  the  problems  of  tetramer-dimer 
equilibrium  and  high  oxygen  affinity  are  addressed  by  modifying  the  hemoglobin  tetramer.  The 
hemoglobin  modification  used  in  this  process,  cross-linking  the  a-globin  chains  from  one  a- 
lysine-99  to  the  other  with  fumarate,"  prevents  the  formation  of  the  dimer  and  subsequent  renal 
damage  (Figure  lb).  In  addition,  cross-linking  between  the  a-lysine-99s  makes  the  binding  and 
release  of  oxygen  by  the  cross-linked  tetramer  (aaHb)  much  like  that  of  normal  blood. 

Another  concern  of  manufacturing  is  maintaining  the  integrity  of  the  product.  Despite  the 
relative  stability  of  hemoglobin,  heat,  shear,  and  oxidative  stress  can  all  damage  the  molecule. 
Oxidation  of  Fe^""  hemoglobin  to  Fe^*  methemoglobin  is  the  usual  first  step  in  the  degradation  of 
oxygenated  solutions  at  room  or  body  temperatures.  Inside  the  red  blood  cell  hemoglobin 
oxidation  is  quickly  reversed  by  the  methemoglobin  reductase  enzyme  system.  Outside  the  red 
blood  cell  the  conversion  to  methemoglobin  proceeds  unchecked.  The  molecule  can  further 
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degrade  with  the  loss  of  heme  and  iron  and  the  unraveling  of  the  protein  to  form  linear  strands 
that  aggregate  and  precipitate.  The  hemoglobin  breakdown  products,  heme  and  iron,  can 
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potentiate  oxygen  free  radical  reactions  and  lead  to  further  protein  damage.'^ 

With  the  structural  and  functional  characteristics  of  hemoglobin  in  mind,  the  facility  and 
procedures  developed  at  LAIR  were  modified  to  increase  the  yield  and  purity  of  the  product  and 
the  efficiency  and  reproducibility  of  the  process.  This  paper  describes  the  new  production 
process,  the  improvements  in  the  quality  of  the  product,  and  reviews  the  critical  changes.  This 
information  is  presented  as  a  model  for  the  large  scale  production  of  modified  hemoglobin. 

IL  The  New  Modified  Hemoglobin  Production  Process 

1.  Process  Overview 

The  production  of  a  20  L  sterile  batch  of  aaHb  solution  requires  30  working  hours  over  a 
five  day  period.  All  processes  are  conducted  at  5°C  unless  otherwise  specified.  On  the  first  day, 
80  units  of  outdated  human  red  blood  cells  (RBCs)  are  pooled  into  a  sterile  vessel.  On  the 
second  day,  the  RBCs  are  washed  by  cross-flow  filtration  with  an  isotonic  saline  solution  and 
lysed  with  a  hypotonic  phosphate  solution.  The  resulting  hemolysate  solution,  which  starts  with 
97.5%  of  its  protein  content  as  hemoglobin,  is  purified  by  filtration  through  0. 1  pm  and  500  kD 
filters,  eliminating  the  stromal  material.  Hemoglobin  is  then  concentrated  with  a  5  kD  filter, 
removing  low  molecular  weight  impurities  with  the  permeate.  Sodium  tripolyphosphate  (STP)  is 
added  to  the  hemoglobin  to  increase  the  buffering  capacity  of  the  solution  and  to  block 
competing  cross-linking  sites  at  the  P-lysine-82s  and  P-NH2  in  the  P,P2  cleft  (Figures  Ic  and  Id). 
The  solution  is  then  transferred  to  a  bioreactor.  On  the  third  day,  the  stroma-free  hemoglobin 
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solution  in  the  STP  "blocking"  buffer  is  warmed  to  25  °C,  the  solution  is  deoxygenated,  and  the 
hemoglobin  is  cross-linked  with  bis(3,5-dibromosalicyl)  fumarate  (DBBF).  The  cross-linked 
hemoglobin  solution  is  then  heat  treated  at  76 °C  and  pH  6.9  for  90  minutes  to  selectively 
denature  unmodified  hemoglobin  and  inactivate  harmful  viruses.  On  the  fourth  day,  the  contents 
of  the  bioreactor,  including  about  750  grams  of  denatured  protein,  are  filtered,  oxygenated, 
refiltered  through  the  0.1  pm  and  500  kD  filters,  and  formulated  in  the  final  physiologic  buffer  by 
cross-flow  diafiltration  using  the  5  kD  filter.  On  the  morning  of  the  fifth  day,  the  resulting 
solution  is  sterile  packaged  and  frozen  at  -80  °C.  More  than  70  standard  operating  procedures 
(SOPs)  support  facility  operations  by  detailing  facility  cleaning,  buffer  preparation,  in-process 
analysis,  and  other  quality  control  procedures. 

2.  First  Day  Procedures 

On  the  first  day  of  the  production  process  (Figure  2),  80  units  of  outdated  human  red 
blood  cells,  not  more  than  63  days  from  the  date  of  donation,  are  pooled.  Pooling  is 
accomplished  by  transfer  from  the  original  bags  into  a  30  L  sterile  tank  TO  (Alloy  Products 
Corp.,  Waukesha,  WI)  via  clinical  blood  administration  sets  with  170-260  pm  nylon  aggregate 
filters  (IC8087,  Baxter  Healthcare  Corp.,  IV  Division,  Deerfield,  IL).  Experience  has  shown  that 
clinically  incompatible  blood  tjqjes  can  be  mixed  and  stored  overnight  at  5°C  without  lysis. 

3.  Second  Day  Procedures 

On  the  second  day  (Figure  2),  20  L  of  0.9%  w/v  sodium  chloride  (isotonic  saline)  is 
added  to  the  100  L  tank  T1  (DCI  Inc.,  St.  Cloud,  MN)  to  prime  the  0.45  pm  filter  bank  A  (CFP4- 
E-55  SMO,  A/G  Technology  Corp.,  Needham,  MA).  The  priming  volume  is  circulated  by  pump 
PI  (Model  60,  Waukesha  Fluid  Handling,  Waukesha,  WI)  in  the  closed  circuit  consisting  of 


valve  VI,  0.45  fim  filter  bank  A,  valve  V2  and  tank  Tl.  The  pooled  cells  (~20  L)  are  then  added 
to  the  20  L  priming  volume  in  Tl.  The  cells  are  washed  with  isotonic  saline,  and  the  plasma 
proteins  are  removed  with  the  permeate  of  filter  bank  A.  A  constant  volume  of  40  L  is 
maintained  with  the  addition  of  isotonic  saline  into  Tl.  Washing  of  the  red  blood  cells  is 
complete  when  no  albumin  is  spectrophotometrically  detected  at  a  wavelength  of  280  nm  in  the 
permeate  of  filter  bank  A.  200  L  of  isotonic  saline  is  sufficient  to  accomplish  the  RBC  washing. 

Washed  cells  are  then  lysed  by  adding  hypotonic  10  inM  phosphate  buffer  at  pH  7.60 
(lysis  buffer)  through  valve  V3  into  tank  Tl  while  maintaining  the  constant  40  L  volume.  Valves 
V 1  and  V2  are  then  switched  to  bypass  filter  bank  A,  and  the  lysed  cells  are  pumped  with  pump 
PI  through  valve  VI,  the  0.1  pm  filter  bank  B  (CFP-1-E-55SMO,  A/G  Technology  Corp., 
Needham,  MA),  valve  V2,  and  back  into  tank  Tl.  The  hemoglobin  contained  in  the  permeate 
from  filter  B  flows  into  the  100  L  tank  T2  (DCI  Inc.,  St.  Cloud,  MN)  while  the  retentate 
containing  the  RBC  membranes  flows  back  to  tank  Tl .  Lysing  continues  until  ^0.5  g/dl 
hemoglobin  is  detected'^  in  tank  Tl.  Upon  completion  of  lysing,  valve  V3  is  switched  and  lysis 
buffer  is  added  directly  to  tank  T2  to  sustain  a  minimum  circulation  volume.  Purification  of  the 
hemoglobin  continues  by  circulation  through  pump  P2  (Model  30,  Waukesha  Fluid  Handling, 
Waukesha,  WI)  through  the  500  kD  filter  bank  C  (UFP-500-E-55SMO,  A/G  Technology  Corp., 
Needham,  MA)  and  back  into  tank  T2.  The  hemoglobin  contained  in  the  permeate  from  filter 
bank  C  flows  into  the  40  L  tank  T3  (DCI  Inc.,  St.  Cloud,  MN)  and  the  retentate  containing  high 
molecular  weight  (>500  kD)  impurities  returns  to  tank  T2.  Further  purification  and 
concentration  occur  by  pumping  the  solution  in  tank  T3  with  pump  P3  (Model  60,  Waukesha 
Fluid  Handling,  Waukesha,  WI)  through  the  5  kD  filter  bank  D  (UFP-5-E-55SMO,  A/G 
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Technology  Corp.,  Needham,  MA)  and  back  into  tank  T3.  Molecules  <5  kD  (salts,  buffers, 
water,  etc.)  are  discarded  in  the  permeate  of  filter  bank  D  and  the  hemoglobin  is  retained  in  tank 
T3. 

The  solution  is  concentrated  to  10  g/dl  of  hemoglobin  and  weighed  in  T3.  A  solution  of 
20  mM  STP  at  pH  6.50  is  added  to  the  hemoglobin  in  tank  T3  in  sufficient  volume  to  produce  an 
8: 1  molar  ratio  of  STP  to  hemoglobin.  The  resulting  solution  is  pumped  with  pump  P4  through  a 
1.5  pm  prefilter  PFl  (ZCPP1-1.5C,  Domnick  Hunter,  Inc.,  Charlotte,  NC)  and  0.2  pm  bacterial 
filter  BFl  (ZCMA1-020C-P,  Domnick  Hunter,  Inc.,  Charlotte,  NC)  into  weighing  tank  T4  (Alloy 
Products  Corp.,  Waukesha,  WI).  Finally,  the  solution  is  weighed,  transferred  to  the  bioreactor, 
cooled  to  5°C,  and  stirred  at  200  rpm  overnight. 

4.  Third  Day  Procedures 

Day  three  of  the  production  process  (Figure  3)  begins  by  warming  the  hemoglobin 
solution  in  the  bioreactor  BR  (LSL  Biolafitte,  France)  to  25 °C  to  facilitate  rapid  deoxygenation.* 
The  headspace  of  BR  is  purged  with  nitrogen  and  the  solution  is  deoxygenated  by  pumping  it 
with  pump  P4  (701S,  Watson-Marlow,  Concord,  MA)  through  two  membrane  oxygenators  MOl 
&  M02  (Univox,  Baxter  Healthcare  Corp.,  Bentley  Division,  Irvine,  CA)  connected  in  series  and 
back  into  the  BR.  Nitrogen  gas  flows  countercurrent  to  the  hemoglobin  through  MOl  and  M02 
(gas  to  solute  flow  rate  of  1:1)  at  7  liters  per  minute.  Oxygen  removal  is  monitored 
spectrophotometrically  (Model  8452A,  Hewlett  Packard,  Palo  Alto,  CA)  at  758  nm  by  means  of 
the  optical  flow  cell  FC  (Custom  Sensors  &  Technology,  St.  Louis,  MO) .  When  the 
spectrophotometer  indicates  that  >95%  of  the  oxygen  bound  to  the  hemoglobin  has  been 
removed,  deoxygenation  is  discontinued.  The  hemoglobin  solution  is  then  heated  to  37 °C.  The 
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cross-linking  reagent,  DBBF,  is  added  to  the  hemoglobin  in  1 .9: 1  molar  ratio  as  a  slurry  of  the 
dry  powder  in  2  liters  of  pyrogen  free  water.  The  cross-linking  reaction  is  allowed  to  proceed  for 
three  hours.  Immediately  following  cross-linking,  the  pH  is  adjusted  to  6.90  with  5N  NaOH  and 
the  solution  is  warmed  to  76°C  to  inactivate  viruses  and  selectively  denature  unmodified 
hemoglobin.  After  90  minutes,  the  solution  is  cooled  to  5°C  and  stored  overnight  under 
nitrogen. 

5.  Fourth  Day  Procedures 

On  the  fourth  day  (Figure  4),  the  contents  of  the  bioreactor,  including  at  least  half  a 
kilogram  of  suspended  denatured  hemoglobin  and  precipitated  hemoglobin  sludge,  are  filtered 
through  a  70  pm  prefilter  PF2  (RM3F700H21,  Pall  Corp.,  East  Hills,  NY),  a  10  to  3  pm  depth 
filter  DF  (5580502W3,  Sartorius  Corp.,  Bohemia,  NY),  and  collected  in  transfer  tank  T5  (Alloy 
Products  Corp.,  Waukesha,  WI).  Hemoglobin  from  the  holdup  volumes  of  the  filters  is 
recovered  by  rinsing  with  60  L  of  isotonic  saline.  The  hemoglobin  solution  is  reoxygenated  by 
pumping  countercurrent  to  oxygen  flow  through  membrane  oxygenator  M03  (Uni vox,  Baxter 
Healthcare  Corp.,  Bentley  Division,  Irvine,  CA)  and  into  tank  Tl.  Purification  is  accomplished 
by  repeating  the  cross-flow  filtration  from  day  two  in  the  cascading  pumped  loops  formed  by 
tank  Tl  and  filter  bank  B,  tank  T2  and  filter  bank  C,  and  tank  T3  and  filter  bank  D.  Twenty  liters 
of  pyrogen  free  water  is  added  to  each  of  tanks  Tl  &  T2  at  the  end  of  their  respective  portions  of 
the  filtration  to  maximize  hemoglobin  recovery  from  the  holdup  volume.  Phosphate  and  other 
low  molecular  weight  solutes  are  removed  in  the  permeate  of  filter  bank  D  with  200  L  of  isotonic 
saline  added  to  tank  T3.  Final  formulation  is  accomplished  by  concentrating  the  solution  over 
filter  bank  D  to  10  g/dl  followed  by  cross-flow  diafiltration  with  140  L  of  Ringers'  acetate.  The 
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permeate  from  filter  bank  D  of  both  buffers  is  discarded.  The  cross  linked  hemoglobin  is  then 
pumped  with  pump  P4  through  a  1.5  pm  prefilter  PF3  (ZCPP1-1.5C,  Domnick  Hunter,  Inc., 
Charlotte,  NC),  aO.2  pm  bacterial  filter  BF2  (ZCMA1-020C-P,  Domnick  Hunter,  Inc.,  Charlotte, 
NC),  and  collected  into  a  storage  vessel  where  it  is  stored  overnight  at  5°C. 

6.  Fifth  Day  Procedures 

On  the  fifth  day  the  hemoglobin  is  packaged.  The  storage  vessel  is  brought  from  the 
refrigerator  to  a  biological  safety  cabinet  and  connected  to  a  sterile  bag  filling  system  composed 
of  tubing  and  bags,  a  variable-flow  peristaltic  pump,  a  digital  scale,  hemostats,  bag  seals,  and 
crimpers.  The  aaHb  is  pumped  into  sterile,  nonpyrogenic  biological  storage  bags  (RCM-93A-4- 
MLL,  Stericon  Inc.,  Broadview,  BL)  in  100  ml  and  250  ml  quantities,  sealed,  and  labeled.  The 
aaHb  bags  are  placed  in  bubble-wrap  envelopes,  boxed,  and  frozen  at  -80°C. 

7.  Quality  Control  and  Management 

A  Hemoglobin  Production  Committee,  the  authors,  directed  the  changes  in  the  production 
process  and  agreed  to  use  current  good  manufacturing  practice  (cGMP)  as  their  goal.  More  than 
seventy  standard  operating  procedures  (SOPs)  were  written  including  eight  defining  requirements 
for  and  the  handling  of  source  blood  and  other  raw  materials,  19  describing  equipment  operation 
and  maintenance,  14  detailing  production  procedures,  seven  describing  cleaning  procedures, 
eight  specifying  documentation  and  product  inventory  management,  and  21  detailing  quality 
control  laboratory  procedures.  Process  control  analytical  chemistry  and  final  analysis  for  batch 
release  were  done  in  a  dedicated  laboratory.  Oxygen  equilibrium  curves,  anion  exchange 
chromatography,  and  rabbit  pyrogen  testing  were  performed  in  separate  laboratories. 
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111.  Results 


The  new  process  for  producing  modified  hemoglobin  yields  four  kinds  of  benefits.  First, 
the  total  yields  of  modified  hemoglobin  produced  in  each  production  run  has  increased.  Second, 
the  specificity  of  the  process  to  produce  the  desired  product,  human  hemoglobin  cross-linked 
correctly  but  not  otherwise  modified,  has  increased.  Third,  contaminants  are  reduced.  Fourth, 
the  cost  of  the  process  in  regards  to  the  value  of  materials  added  and  the  labor  required  has 
decreased. 

Figure  5  shows  the  mass  of  hemoglobin  at  several  points  in  the  modified  hemoglobin 
production  process  as  performed  at  the  Letterman  Army  Institute  of  Research  (LAIR)  in  1991- 
1992  and  at  the  Walter  Reed  Army  Institute  of  Research  (WRAIR)  in  1996.  Yield  as  a  fraction 
of  the  initial  mass  of  hemoglobin  has  increased  from  33  to  58%. 

Figures  6a  and  6b  are  anion-exchange  fast  performance  liquid  chromatograms  of 
hemoglobin  produced  before  and  after  the  process  changes.  The  dominant  peak  eluting  at  four 
minutes  is  the  desired  product,  human  hemoglobin  cross-linked  with  fumarate  between  the  a- 
lysine-99s  but  not  otherwise  modified.  In  figure  6a,  the  peak  eluting  at  three  minutes  is  uncross- 
linked  hemoglobin.  The  peaks  to  the  right  of  the  dominant  peak  in  both  figures  are  hemoglobin 
cross-linked  between  the  a-lysine-99s  and  further  modified  product  with  additional  fumarate 
residues  at  the  P  chain  terminal  amino  group  (P-NH2),  P-lysine-82,  or  cross-linking  P-NH2  and  P- 
lysine-82  in  the  same  P-chain.  As  can  be  seen,  uncross-linked  hemoglobin  has  been  essentially 
eliminated  and  the  proportion  of  the  desired  product  has  been  increased  from  50  to  90+%. 

Contamination  of  human  derived  hemoglobin  solutions  can  arise  from  the  source  blood, 
from  materials  purposely  added  in  the  hemoglobin  purification  and  modification  process,  from 
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microbiologic  growth,  from  materials  leached  from  the  walls  of  production  vessels,  and  from  the 
breakdown  products  of  hemoglobin  itself.  Table  1  shows,  that  in  comparing  the  old  and  new 
processes,  the  concentrations  of  organic  phosphate  from  red  blood  cell  membrane  phospholipids, 
free  iron  from  hemoglobin  breakdown  and  tank  walls,  bacterial  endotoxin  and  other  pyrogens, 
and  methemoglobin  are  all  either  lower  or  remain  acceptably  low. 

The  cost  of  the  process  has  also  been  reduced.  Table  1  shows  the  savings  in  the  use  of 
pyrogen  free  water.  The  elimination  of  HEPES  buffer  from  the  cross-linking  step  saves  $3,000 
in  each  production  run.  Implementation  of  engineering  changes  to  allow  fully  in-place  cleaning 
and  sterilization  of  filters  also  saves  about  $3,000  per  run.  Reduced  and  restructured  process 
time  has  eliminated  the  requirement  for  production  crew  overtime,  which  saves  an  additional 
several  thousand  dollars  in  each  production  run.  The  improvement  in  run  yield  and  reduced  loss 
of  production  runs  because  of  pyrogens  results  in  a  125%  increase  in  useful  product  per  run. 

This  yield  increase  and  the  reduced  costs  mean  that  the  cost  per  useful  gram  of  modified 
hemoglobin  produced  was  reduced  by  more  than  60%. 

IV.  Discussion 

The  goals  of  improving  the  modified  hemoglobin  production  process  were  to  increase 
purity  and  yield  of  the  product  and  the  efficiency  and  reproducibility  of  the  process.  These  goals 
were  translated  into  specific  objectives  that  included  1)  reducing  endotoxin  and  pyrogen 
contamination,  2)  eliminating  non-U.S.P.  materials,  3)  reducing  methemoglobin  formation,  4) 
reducing  the  amount  of  uncross-linked  hemoglobin  formed,  5)  reducing  the  formation  of  aa- 
cross-linked  hemoglobin  that  was  then  further  modified,  6)  minimizing  the  in  process 
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denaturation  of  hemoglobin,  7)  recovering  hemoglobin  previously  lost  in  holdup  volumes,  8) 
speeding  red  blood  cell  pooling  and  washing,  9)  speeding  deoxygenation  and  oxygenation,  10) 
reducing  the  use  of  expensive  ingredients,  11)  reducing  overall  production  time,  and  12) 
elimination  of  routine  requirements  for  overtime.  Because  of  the  potentially  conflicting  nature  of 
the  objectives,  and  perhaps  even  the  goals,  an  organization  for  the  management  of  process 
improvement  was  established  and  a  commitment  to  current  good  manufacturing  procedures  was 
made. 

Review  of  records  from  production  runs  at  Letterman  in  1991  and  1992  led  to  the 
recognition  that  37%  of  runs  were  lost  because  of  contamination  by  pyrogens,  and  the  most 
significant  physical  loss  of  the  product  was  in  the  holdup  volumes  of  tanks  and  tubing. 
Engineering  solutions  to  these  problems  included  the  application  of  full  sterilize-in-place 
capability  for  the  cross-flow  filtration  system  and  alterations  in  filtration  and  holdup  volumes. 
Laboratory  quality  control  assured  reproducible  equipment  sterility  and  no  increase  in 
hemoglobin  denaturation  with  reduced  fluid  volumes. 

Other  product  purity  issues  were  addressed  in  the  alteration  of  the  red  blood  cell  washing 
process,  attention  to  factors  reducing  methemoglobin  formation,  elimination  of  HEPES  buffer  in 
the  cross-linking  process,  and  better  handling  of  the  cross-linking  reagent.  The  changes  reflect 
scientific,  engineering,  quality  management,  and  economic  decisions  and  are  discussed  separately 
below. 

Outdated  units  of  RBCs  are  now  pooled  into  a  sterile  holding  tank  on  the  first  day.  The 
separation  of  the  pooling  step  allows  the  production  of  stroma-free  hemoglobin  to  take  place 
within  a  single  8-hour  work  shift  on  the  second  day.  Pooling  clinically  incompatible  red  blood 


50 


cells  does  not  lead  to  agglutination  or  lysis  or  to  increased  concentrations  of  red  blood  cell 
phospholipids  in  the  final  product.  Opening  the  RBC  storage  bags  a  day  earlier  caused  no 
detectable  increase  in  bacterial  or  endotoxin  contamination. 

To  avoid  methemoglobin  formation,  the  hemoglobin  modification  process  takes 
advantage  of  the  thermodynamic  stability  afforded  by  low  temperature,  pH  control,  and 
deoxygenation.  Engineering  changes  now  keep  the  process  at  5°C  except  for  deoxygenation, 
cross-linking,  and  heat  treatment.  Low  pH  is  avoided  and  the  heat  denaturation  process  is  carried 
out  at  pH  6.9.  Deoxygenation  is  critical  for  two  reasons.  First,  it  forces  the  hemoglobin  to  be  in 
the  proper  configuration  for  cross  linking  between  the  a-lysine-99s‘'‘  and  second,  it  prevents 
oxidation  during  the  high  temperature  denaturation  of  impurities  at  the  end  of  cross-linking.’^ 

The  speed  of  deoxygenation  and  reoxygenation  are  important  because  the  methemoglobin 
produced  is  enhanced  when  hemoglobin  is  in  the  partially  oxygenated  state.’®  Faster  conversion 
from  oxyhemoglobin  to  deoxyhemoglobin  and  back  reduces  the  presence  of  unstable  partially 
oxygenated  hemoglobin.  A  single  pass  through  one  gas  exchange  membrane,  a  clinical 
membrane  oxygenator  with  nitrogen  as  the  gas  medium,  fails  in  removing  all  of  the  oxygen  from 
the  solution.  Continual  cycling  through  the  gas  exchange  membrane  is  required  for  complete 
deoxygenation.  The  time  required  for  oxygen  removal  has  been  reduced  from  3  to  1.5  hr  with 
two  membrane  oxygenators  in  series.  For  reoxygenation,  a  single  pass  through  one  gas  exchange 
membrane  with  oxygen  as  the  gas  medium  results  in  complete  oxygenation,  eliminating  the 
requirement  for  dilution  into  400  liters  of  oxygenated  buffer.  Along  with  the  new  deoxygenation 
and  oxygenation  procedures,  success  in  gently  handling  the  molecule  has  resulted  in  only  2-3% 
methemoglobin  in  the  final  product. 
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In  published  descriptions  of  the  cross-linking  of  hemoglobin  with  DBBF,  HEPES  buffer 
was  used  for  both  its  buffering  capability  and  as  a  solvation  medium  for  DBBF.  However, 

HEPES  is  not  a  U.S.P.  listed  product,  and  its  presence  raises  questions  about  its  toxieity. 
Hemoglobin  itself  as  well  as  the  STP  "blocking"  agent  are  adequate  buffers  at  the  pH  used  (7.0) 
and  the  solvation  of  DBBF  in  HEPES  prior  to  exposure  to  a  hemoglobin  solution  is  not  required 
for  the  cross  linking  reaction.*'*  Therefore,  HEPES  buffer  has  been  removed  from  the 
manufacturing  process. 

The  chemical  purity  of  the  aa-cross-linked  hemoglobin  product,  uncontaminated  by 
uncross-linked  hemoglobin  or  by  further  modified  cross-linked  hemoglobin,  is  related  to  the 
ability  to  deliver  the  intact  cross-linking  agent  in  the  correct  stochiometry  under  the  correct 
conditions.  To  understand  the  optimization  of  the  cross-linking  of  hemoglobin,  a  description  of 
the  reaction  of  DBBF  with  hemoglobin  is  necessary. 

The  intramolecular  cross-linking  of  hemoglobin  is  accomplished  by  a  nucleophilic 
displacement  reaction  involving  the  cross-linker,  DBBF,  and  the  side-chain  of  lysine.  DBBF  is  a 
diester  with  very  efficient  leaving  groups  in  the  dibromo-aspirins.  The  side-chain  amine  group  of 
lysine  with  its  lone  pair  of  electrons  attacks  one  of  the  carbonyl  groups  of  fumarate.  The 
dibromo-aspirin  leaves,  and  an  amide  bond  is  formed  with  the  fumarate.  The  same  nucleophilic 
displacement  reaction  occurs  at  the  opposite  end  of  the  DBBF,  yielding  a  final  product  of 
intramolecularly  cross-linked  hemoglobin. 

Several  factors  contribute  to  the  specificity  of  the  cross  linking  between  DBBF  and 
deoxyhemoglobin.  Solution  conditions,  protein  conformation,  allosteric  effectors,  and  alternate 
site  blockers  all  help  to  increase  the  yield  of  the  cross-linking  reaction. *'*  In  addition,  specific 
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interactions  between  DBBF  analogues  and  hemoglobin  have  been  observed  with  x-ray 
crystallography  that  position  the  DBBF  optimally  for  cross  linking  at  the  a-lysine-99  site.” 

Of  the  44  lysines  in  hemoglobin  that  potentially  react  with  DBBF,  only  a  few  are  active. 

In  analyzing  the  final  product,  only  a-lysine-99,  P-NHj  and  p-lysine-82  react  substantially  with 
DBBF**.  The  major  reason  for  this  specificity  is  probably  the  high  value  of  the  pKa  of  the  lysine 
side-chain  amine.  With  a  pKa  of  10.8  in  aqueous  solution,  free  lysine  is  highly  protonated  under 
neutral  conditions.  Since  the  reaction  conditions  are  maintained  at  pH  6.9,  lysines  exposed  to  the 
aqueous  medium  are  largely  protonated.  With  a  proton  associated  with  the  lone  pair  of  electrons, 
lysine  cannot  attack  the  fumarate  carbonyl  groups  of  DBBF.  Thus,  lysines  that  are  on  the 
periphery  of  the  hemoglobin  molecule  are  unreactive  toward  the  DBBF.  Lysines  buried  inside 
the  hemoglobin  are  simply  inaccessible  to  the  DBBF.  Only  a-lysine-99,  P-NHj  and  p-lysine-82, 
all  in  the  central  cavity  of  hemoglobin,  are  accessible.  The  increased  hydrophobic  environment 
of  the  cavity  favors  the  neutral  form  of  lysine  and  effectively  lowers  the  pKa  of  these  lysines. 
With  the  proton  now  removed,  these  lysines  can  effectively  react  with  the  DBBF.  The  use  of  a  P 
cleft  blocker  (STP)  effectively  blocks  the  P-NHj  and  the  P-lysine-82  sites.  Acidic  conditions  (pH 
<7),  though  potentially  causing  increased  oxidation,  must  be  used  in  order  for  the  STP  to  bind 
efficiently  within  the  beta  cleft. 

As  mentioned  previously,  chloride  and  CO2  act  as  allosteric  effectors  of  hemoglobin.  The 
chloride  interaction  involves  several  binding  sites  that  include  a-lysine-99.  This  reaction 
elevates  the  population  of  protonated  lysines,  rendering  the  amino  acid  inactive  for  the  cross 
linking  reaction.  Therefore,  chloride  is  removed  from  the  reaction  mixture. 

The  cross-linking  reaction  between  a-lysine-99s  only  occurs  with  hemoglobin  that  is  not 
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carrying  oxygen.  If  oxygen  is  present,  the  hemoglobin  changes  conformation  to  its  higher 
affinity  form.  In  this  form,  the  a-lysine-99s  are  no  longer  available  and  a  different  reaction 
occurs  cross-linking  the  P-chains  between  the  P-lysine-82s.  This  creates  a  modified  hemoglobin 
that  gives  up  oxygen  less  readily.*’  Because  of  this  competing  reaction,  the  desired  reaction  is 
performed  with  the  solution  fully  deoxygenated  and  with  a  blocking  compound  occupying  the 
alternative  cross-linking  site  in  the  space  between  the  p-chains. 

Finally,  the  cross-linking  agent,  DBBF,  is  unstable  in  water.  It  is  susceptible  to 
hydrolysis  that  can  be  catalyzed  both  by  acidic  or  basic  conditions.  Since  DBBF  has  two  reactive 
sites,  hydrolysis  at  one  reactive  site  of  the  DBBF  renders  it  incapable  of  intramolecular  cross 
linking.  However,  the  second  unhydrolyzed  reactive  site  of  DBBF  is  still  capable  of  reacting 
with  lysine  sites  on  the  hemoglobin.  Prevention  of  DBBF  hydrolysis  becomes  a  high  priority  to 
ensure  intramolecular  cross-linking  and  deter  reactions  with  partially  hydrolyzed  DBBF.  As 
conjugate  bases  and  acids  hydrolyze  DBBF,  DBBF  is  rapidly  added  to  deionized  pyrogen  free 
water,  and  the  slurry  is  then  immediately  transferred  to  the  bioreactor  to  minimize  hydrolysis  of 
the  cross  linking  reagent.  Deoxygenation  of  the  slurry  is  not  performed  because  the  oxygen 
dissolved  in  the  pyrogen  free  water  of  the  slurry,  about  9  ml,  would  only  oxygenate  0.2%  of  the 
hemoglobin  and  thus  does  not  affect  the  process  yield.  In  fact,  the  small  amount  of  oxygen 
present  may  account  for  the  substantial  decrease  in  the  unmodified  product.  Unmodified 
hemoglobin  has  a  higher  affinity  for  oxygen  than  aa-cross-linked  product  and  is  more  likely  to 
bind  oxygen.  Oxygenated  hemoglobin  denatures  more  rapidly  than  deoxygenated 
hemoglobin. *^'^°  Therefore,  the  small  amounts  of  oxygen  may  enhance  the  denaturation  of 
undesired  material.  The  homogeneity  of  the  cross-linked  product  can  be  ascertained  with  anion 
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exchange  FPLC  (see  figures  6a  &  6b).  By  preserving  the  integrity  of  the  DBBF,  synthesis  of 
pure  aaHb  as  measured  by  FPLC  has  increased  from  50  to  90+%  with  a  significant  increase  in 
overall  product  yield. 

Better  understanding  of  the  cross-linking  reaction  chemistry  and  the  implementation  of 
current  good  manufacturing  techniques  have  allowed  substantial  increases  in  the  purity  and  yield 
of  the  modified  hemoglobin  product.  The  high  specificity  of  this  reaction  and  the  potential  for 
further  refinement  was  not  realized  until  the  process  changes  were  undertaken.  Making  very 
precise  chemical  modifications  of  a  globular  protein  is  possible. 

This  increased  understanding  and  control  of  the  reaction  chemistry  and  the  production 
process  has  led  to  savings  of  time  and  money.  Saving  time  feeds  back  into  product  quality  by 
reducing  the  exposure  of  hemoglobin  to  denaturing  environments.  Saving  money  occurs  through 
reduced  raw  material,  process,  and  labor  costs  and  a  reduced  potential  for  mishaps.  Freed 
resources  can  be  used  in  other  parts  of  the  development  program. 

This  report  documents  the  recent  progress  of  work  originally  begun  by  Winslow  and 
Chapman^  to  produce  a  model  modified  hemoglobin  solution  of  high  purity  to  advance  the 
development  of  oxygen-carrying  resuscitation  fluids.  It  shows  that  cGMP  production  of 
biological  material  can  be  carried  out  effectively  and  efficiently  in  the  public  sector.  It  shows  the 
potential  for  very  specific  and  high  yield  chemical  modification  of  hemoglobin. 
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Table  Caption: 

Table  1  -  Comparative  analytical  results  obtained  for  hemoglobin  productions  runs 
acquired  at  Letterman  Army  Institute  of  Research  (old  process)  and  at  Walter  Reed  Army 
Institute  of  Research  (new  process).  Data  for  old  process  is  taken  from  either  reference  (5)  or  is 
the  average  value  from  at  least  three  productions  runs.  Data  for  the  new  process  is  the  average  of 
four  production  runs. 

Figure  Captions: 

Figure  1  -  Schematic  of  Hemoglobin  and  its  modification,  a)  Hemoglobin  is  a  tetrameric 
globular  protein  composed  of  two  alpha  (a)  and  two  beta  (P)  chains.  The  chains  are  not 
covalently  held  together.  At  high  concentrations,  the  tetramer  dominates  while  at  low 
concentrations  the  heterodimer  is  favored,  b)  There  are  two  sites  where  the  compound  bis(3,5- 
dibromosalicyl)  fumarate  (DBBF)  can  covalently  cross-link  (shown  as  ■),  P-lysine-82  to  P- 
lysine-82  and  a-lysine-99  to  a-lysine-99.  Deoxygenated  hemoglobin  favors  cross  linking 
between  the  two  a-lysine-99s.  In  addition,  the  P-lysine-82  sites  can  be  blocked  with  sodium 
tripolyphosphate  (STP),  optimizing  the  desired  product  aa-cross-linked  hemoglobin,  c) 
Oyxgenated  hemoglobin  will  primarily  cross  link  between  the  two  P-lysine-82s,  forming  PP- 
cross-linked  hemoglobin,  d)  Extra  DBBF  can  react  with  other  lysine  sites  such  as  a  univalent 
linkage  to  the  p  chain  terminal  amino  group  (P-NH2). 

Figure  2  -  Process  and  Flow  Diagrams  for  Days  1  &  2.  Red  blood  cells  are  pooled, 
washed,  and  lysed.  Cell  fragments  are  removed  by  stepwise  filtration,  generating  stroma-free 
hemoglobin  solution. 
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Figure  3  -  Process  and  Flow  Diagrams  for  Day  3  -  Stroma-free  hemoglobin  is  crossed- 
linked  with  DBBF,  yielding  aaHb.  Heat  treatment  accomplishes  both  pasteurization  and 
purification  of  the  cross-linked  product. 

Figure  4  -  Process  and  How  Diagrams  for  Day  4  -  aaHb  is  filtered  stepwise  through  the 
cross  flow  filtration  system,  removing  particulate  matter  and  producing  the  final  aaHb  product. 

Figure  5  -  Hemoglobin  Production  Yields  -  Overall  product  yield  has  increased  from  33% 
to  58%.  Total  hemoglobin  amounts  are  measured  after  RBC  pooling  on  day  two  at  TO  (Figure 
2),  on  day  two  at  T4  (Figure  2)  for  stroma-free  hemoglobin,  on  day  four  at  T1  (Figure  4)  after 
crosslinking  and  heat  treatment,  and  on  day  five  at  final  filling  and  storage. 

Figure  6  -  FPLC  data  on  lot  #950207  (prior  to  changes)  and  lot  #960416.  Analysis  was 
carried  out  on  a  Pharmacia  FPLC  system  using  a  mono  Q  HR  5/5  column  at  a  flow  rate  of  1 .0 
ml/min.  The  absorbance  of  the  eluent  was  measured  at  405  nm  with  the  Pharmacia  on-line 
mercury  lamp  detection  system  with  a  5  mm  optical  flow  cell.  The  system  was  equilibrated  with 
buffer  A  consisting  of  20  mM  Tris  acetate  at  pH  8.3.  The  sample  was  loaded  in  a  100  pi  volume 
and  eluted  with  a  gradient  of  0-20%  buffer  B  (20mM  Tris  acetate,  1.0  M  NaCl)  over  20  minutes 
(or  1  %/min).  The  major  fraction,  aaHb,  elutes  at  4  minutes. 
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Table  1  -  Comparison  of  Batches  of  Cross-Linked  Hemoglobin  Solution 

Parameter  (Units) 

Old  Process® 

New  Process 

Hemoglobin  (g/dl) 

9.8 

9.95 

Methemoglobin  (%) 

7.5 

3.20 

Total  Yield  (%) 

33 

58 

pH 

7.56 

7.39 

Sterility 

Pass 

Pass 

Rabbit  Pyrogen  Test  (%  pass) 

62.5 

100 

Total  Phosphate  (pg/ml) 

<1 

0.75 

Free  Iron  (pg/ml) 

4.2 

4.57 

Pyrogen  free  water  used  (L) 

1897 

1197 

Total  labor  (hrs) 

180 

132 
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FIGURE  3 
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FIGURE  4 
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FIGURE  5 
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